1.. Introduction   {#sec1}
==================

Recently, two-color operation (Hara *et al.*, 2013[@bb2]; Lutman *et al.*, 2014[@bb7]) of the X-ray free-electron laser (XFEL) has been realised at SACLA (Ishikawa *et al.*, 2012[@bb4]) and LCLS (Emma *et al.*, 2010[@bb1]). These unique sources should open up advanced XFEL applications, such as X-ray pump/X-ray probe experiments. The data analysis requires information about each pulse energy of the two colors. In addition, the pulse energies, which fluctuate shot by shot, must be monitored during the experiment. Since the total pulse-energy monitor assumes a single-color beam (Tono *et al.*, 2013[@bb9]; Emma *et al.*, 2010[@bb1]), a new method is required to measure the spectrally resolved pulse energy. A bent-crystal spectrometer (Zhu *et al.*, 2012[@bb10]) may be used for smaller photon-energy separations, *e.g.* several eV as in the case of LCLS. However, there is no method for a keV-separated two-color beam. In this short communication we report absolute and shot-by-shot monitoring of two-color pulse energies at 8.05 and 9.1 keV using a polycrystalline inline spectrometer.

2.. Experimental setup   {#sec2}
========================

Fig. 1(*a*)[▸](#fig1){ref-type="fig"} shows a schematic diagram of the inline spectrometer. The basic design is the same as for the beamline wavelength monitor (Tono *et al.*, 2013[@bb9]), but is modified to be compact and portable. The two-color beam is intercepted by a thin polycrystalline diamond film. A 15 µm-thick nano-diamond film was CVD-grown on a silicon substrate, and then the substrate was removed by etching (Tono *et al.*, 2011[@bb8]). The transmittance is calculated to be more than 97% for photon energies above 8 keV (Henke *et al.*, 1993[@bb3]), enabling inline monitoring. A small part of the beam is diffracted kinematically into different directions according to the Bragg condition. A multi-port CCD (MPCCD) detector (Kameshima *et al.*, 2014[@bb5]) captures the diffracted beam image at the repetition rate of SACLA (30 Hz). The film-to-MPCCD distance is adjustable to obtain a proper separation between the two beam images.

The performance of the inline spectrometer was evaluated at beamline BL3 of SACLA (Ishikawa *et al.*, 2012[@bb4]). The two-color beam was produced by the so-called split-undulator scheme (Hara *et al.*, 2013[@bb2]). The relative pulse-energy ratio can be tuned by changing the numbers of undulator segments. In this experiment, six upstream segments of the undulator were used for a weak beam at 9.1 keV, and the remaining fifteen were used for a strong beam at 8.05 keV. The inline spectrometer must be placed downstream of the final aperture, which was a four-jaw slit in this experiment, because the source-to-aperture distance, and therefore the solid angle accepted by the aperture, depends on the color in the split-undulator scheme. This is the reason why we have constructed the present portable inline spectrometer.

3.. Result and discussion   {#sec3}
===========================

The inset of Fig. 1(*b*)[▸](#fig1){ref-type="fig"} shows the typical image of the diamond 220 diffraction. The photon energy disperses along the *X* direction. The *Y* direction corresponds to the spatial distribution. Strictly speaking, the diffraction image is an arc, which is a part of the Debye--Scherrer cone. However, the effect of the curvature is minor compared with the broad peak width, and is ignored below. The count of each pixel is added vertically to obtain the spectrum. Fig. 1(*b*)[▸](#fig1){ref-type="fig"} shows spectra obtained in different shots. The peak heights change shot by shot, while the peak photon energies are almost fixed.

The spectrum can be reproduced well by a sum of two Lorentzian functions and a constant,where *A* is the weight, Γ is the width and is the center pixel of the peak. The constant *B* represents the background due to air scattering. The peak widths are estimated to be about 150 eV. This is larger than the spectral bandwidth of ∼50 eV measured separately by the beamline monochromator. The spread is accounted for by the grain size of the diamond film. The width imposes the lower limit of the photon-energy separation between the two colors, which we estimate as about 400 eV. Nevertheless, the peak position can be determined with a nominal resolution of 2.1 eV, which is given by the pixel size of 50 µm and the film-to-MPCCD distance.

The readout of the MPCCD is proportional to both the photon energy and the photon number (Kameshima *et al.*, 2014[@bb5]), so that the fitting parameter, *A*, is proportional to the pulse energy. However, and cannot be compared without correcting the photon-energy-dependent factors, such as the transmittance of air, *T*, the structure factor, *F*, and the quantum efficiency of the MPCCD, *Q*. Correcting these factors, the absolute pulse energy may be given bywhere = 1, 2 denotes the color, and *C* is a common conversion constant. The relative pulse-energy variation of each color can be determined without knowledge of *C*. The structure factor appears as because of the kinematical nature of diffraction.

If we performed an additional measurement in the single-color mode, we could determine *C* directly by a total pulse-energy monitor. Here, we discuss another approach without changing the color mode. In general, the sensitivity of the total pulse-energy monitor depends on the photon energy. When a pulse-energy monitor measures the two-color beam, the output signal, *S*, may be given by a sum of that for each color:Here, *D* is the known conversion coefficient of the total pulse-energy monitor. Combining (3)[](#fd3){ref-type="disp-formula"} with (2)[](#fd2){ref-type="disp-formula"}, *C* can be determined from and *S*, which are to be measured experimentally by the inline spectrometer and the total pulse-energy monitor, respectively.

In the present experiment, we used a beam-position monitor (BPM) as the total pulse-energy monitor (Tono *et al.*, 2013[@bb9]). The BPM consists of a thin diamond film and quadrant photodiodes, which measure the backscattered X-rays by the film. The pulse energy is determined from *S*, the sum of the four charges measured by the photodiodes. The output of the photodiode is not the current but the charge, because the XFEL is a pulsed source. The conversion coefficient of the BPM, *D*, is calibrated to a cryogenic radiometer (Kato *et al.*, 2012[@bb6]).

Fig. 2(*a*)[▸](#fig2){ref-type="fig"} shows the relation between the measured *S* by the BPM and the calculated *S* from using (2)[](#fd2){ref-type="disp-formula"} and (3)[](#fd3){ref-type="disp-formula"}. The data points lie in the vicinity of a line crossing the origin, indicating the validity of our analysis. The conversion coefficient is estimated to be = 5.0883 ± 0.00162 from the slope of the linear fitting. Now, the shot-by-shot pulse energy for each color can be calculated using (2)[](#fd2){ref-type="disp-formula"}. The distribution of 10000 shots is plotted in Fig. 2(*b*)[▸](#fig2){ref-type="fig"}. A negative correlation is found between and , which is considered to be a natural consequence of the fact that the two colors originate from the same electron beam.

Finally, we discuss the error of . The error arises from the fitting parameters, *C* and , and the conversion coefficients, . The average photon numbers at the peak are 4.2 photons per pixel for 8.05 keV and 0.25 for 9.1 keV. The shot noise dominates the fitting error of , while the readout noise of the MPCCD is negligible. The uncertainty of and are estimated to be 3.1% and 7.5%, respectively. The larger error for 9.1 keV is due to the weaker signal. The relative uncertainty of is determined by that for , because the error of *C* is much smaller. The uncertainty of the absolute pulse energy depends on that of the total pulse-energy monitor as well. When we adapt 2.5% evaluated at 9.6 keV to that of (Kato *et al.*, 2012[@bb6]), we estimate the uncertainty of to be 4.0% for 8.05 keV and 8.0% for 9.1 keV.

4.. Conclusion   {#sec4}
================

In conclusion, we have developed and operated successfully an inline spectrometer to monitor the relative two-color pulse energies of SACLA shot-by-shot. Furthermore, using a calibrated BPM, the absolute two-color pulse energies are determined, which will serve for quantitative analysis of two-color XFEL experiments. Although the photon-energy resolution of the present inline spectrometer is not enough for smaller separations, it can be improved by increasing the grain size of the diamond film.

The experiments were performed with the approval of JASRI (proposal No. 2014A8004).

![(*a*) Schematic of the inline spectrometer. (*b*) Measured single-shot spectra. Inset: a typical diffraction image taken by the MPCCD.](s-23-00331-fig1){#fig1}

![(*a*) Measured output signal of the total pulse-energy monitor (BPM) plotted as a function of the calculated one from the spectrum analysis of the inline spectrometer. The solid line represents the best fitting with a linear function. (*b*) Distribution of two-color pulse energies, . The color bar indicates the frequency.](s-23-00331-fig2){#fig2}
